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Casework and Sink
See Arch. Dwgs.

RO/DI Gooseneck Faucet
With Vacuum Breaker

Finished Floor

Shutoff Valves

Supply ~

1/2" RO/DI Branch 
Pipe to Main

Joint Connections Typical
Union Type Sanitech Mechanical

One Piece Pipe in Wall. Provide

Finished Ceiling

Partition

Non Recirculating Type System

Polishing Unit

Underdeck Clamp

Plastinetics Model QP1200299-001

Three supports secured to the
wall stud.

Others
Connection to Valve by 
Local Polishing Unit and

Provide a Shut Off Valve in
Base Cabinet

Ceiling For Connection to a Local 
1/2" Valved Connection Below the
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Joint Connections

Casework and Sink
See Arch. Dwgs.

RO/DI Gooseneck Faucet
With Vacuum Breaker

Shutoff Valves

Finished Floor

Finished Ceiling

RO/DI Piping Detail
No Scale

Supply ~

Return

Recirculating Type System

Underdeck Clamp

Plastinetics Model QP1200299-001

One Piece Pipe in Wall. Provide
Three supports on each riser 
secured to the wall stud.See

Polishing Unit
Ceiling for Connection to a Local 
1/2"Valved Connection Below 

Others
Connection to Valve by 
Local Polishing Unit and

Provide a Shut Off Valve in
Base Cabinet

Union Type Sanitech Mechanical

Floor Plan for pipe sizes. 
~

~

Partition

RO/DI Branch Pipes
to Mains

Floor Supply Main 

~
~

Floor Return Main
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Joint Connections

Casework and Sink
See Arch. Dwgs.

RO/DI Gooseneck Faucet
With Vacuum Breaker

Finished Floor

Partition

Finished Ceiling

RO/DI Piping Detail
No Scale

Supply
Supply

Recirculating Type System - HSF - 2

Underdeck Clamp

Plastinetics Model QP1200299-001

2" One Piece Pipe in Wall. Provide
Three supports on each riser 
secured to the wall stud.

Polishing Unit
Ceiling For Connection to a Local 
1/2" Valved Connection Below the

Others
Connection to Valve by 
Local Polishing Unit and

Provide a Shut Off Valve in
Base Cabinet

Union Type Sanitech Mechanical

~
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~
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RO/DI Branch Pipes
to Mains

Remove section of existing pipe
main for new branch pipe connections

Existing RO/DI Pipe Main
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